Endothelial cell injury in human saphenous veins following use of a circular valvulotome.
With increasing use of nonreversed saphenous vein as a bypass conduit (either in-situ or translocated) several techniques of valve ablation are used. The present study was designed to assess the extent of endothelial damage caused by a circular blade valvulotome.